[Experience in developing and using capacitive electrodes].
A capacitive-type electrode using titanium or tantalum oxide obtained through anodizing is described. Incorporated in the electrode is a source for a buffer amplifier. A shielding cap is used as an indifferent electrode. High performance allows using the electrodes for ECG, EEG, and other signal recording in clinical practice and researches.